Steps to Acquiring a 12 Lead ECG

1. 

Turn on Zoll® Monitor.
2. 

Place all leads, (regular and v-leads) per diagram.

3. 

PLUG IN V-LEADS into main cable.

4. 

Select “12 lead” (Bottom middle of screen).
5. 

Keep patient flat if possible, have patent “Relax and breath normally”.
6. 

Select “Acquire” and wait for the print out.
7.  

Look at the end of the report for ***
ACUTE MI ***

8.  

If 12 LEAD EKG reports ACUTE MI – request a paramedic and notify NVRH-ED

V LEAD – CHEST LEAD PLACEMENT
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Lead V; The electrode is at the fourth inter-
costal space just to the right of the sternum.

Lead V, The electrode is at the fourth inter-
costal space just to the left of the sternum.

Lead V3 The electrode is at the line midway
between leads V, and V4.

Lead V, The electrode is at the midclavicular
line in the fifth interspace.

Lead V5 The electrode is at the anterior axillary
line at the same level as lead V4.

Lead Vs The electrode is at the midaxillary line
at the same level as lead V.

Chest Lead Placement




